[Parameters of detectors for medical x-ray computed tomographs].
Described in the paper are the techniques of testing parameters of detectors based on CdTe, HgI2, Si-photodiode + CsI (T1). The X-ray stand is especially designed to check the quality performance of detectors and to estimate their further possible use in computerized tomographic systems.